Element AIM Software Update Version 1.1.114

Dear customer,

We have the pleasure to announce you that your new Element AIM software update

(Vers.1.1.114) is available and includes the following changes:

e Bounding box feature available for both fecal and urine analysis
This feature will help you to understand what the Atrtificial Intelligence is focusing on
during its classification and will allow you to have a faster image review process. After
double clicking a specific image, you now have the option to click the “Target” button
in the upper left corner of the image. As you can see below, the “Target” button will
turn orange when it is on and showing the orange “Bounding box” surrounding the

object.

FecalQ11 | Dog | Fecal | Quick Scan | Completed: 6/9/2023 6:35:25 PM \ FecalQ11 | Dog | Fecal | Quick Scan | Completed: 6/9/2023 6:35:25 PM \

Whipworm (1/ 40) Whipworm (2 / 40)

')
\Y

e Fecal analysis:

o Quick scan feature available
This feature is now also included for the fecal analysis
and will dramatically reduce the time to complete a fecal
test (6.5 minutes only).

o QR Code for the fecal preparation available
A new QR Code can be scanned before a fecal analysis
to help you in the preparation of the sample.
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o Artificial Intelligence significantly improved for fecal analysis
The sensitivity, the specificity and the quantitation accuracy have been
increased for the classification of the items.

e Sending of a favorite picture to your PIMS
You can select a picture as a favorite to send it preferentially to your PIMS.

e Dilution guide available
You can now access to the dilution guide directly on the Settings screen.

e Enhanced sorting of displayed top 40 highest confidence images
This ensures that the best images are at the top of the list.

e Updated translations for different languages

This new software update is available today. As with other updates, your AIM app will
prompt you with an alert letting you know that a new update is available.

PLEASE NOTE: Any system not connected to the Internet will not receive the auto-
update. If you did not get an update alert on your AIM app, please simply follow the
outlined steps in the attached update instruction.

In case of questions concerning the software update, please contact your local scil animal
care company service hotline.
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Element AIM Update Instructions

If the Element AIM is connected to the internet, your AIM app will prompt you with an alert
letting you know that a new update is available.

There is an update for the application.
This will take approximately 5 minutes.
Install it now?

PLEASE NOTE: Any system not connected to the Internet will not receive the auto-
update. If you did not get an update alert on your AIM app, please simply follow the
outlined steps to connect the Element AIM to the network and /or update the software

manually.

e How to check if the AIM Computer is connected to the Internet

1. Go to Settings, activate the “Administrator” button.
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2. Enter for username: “AlM”
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and password: “AIM” and press the checkmark button.
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3. Press the “Update Application” button.
U

Settings

vaot Version: 1.1,099
Benad B Built On: 0771 22002 17:59:44

IR Instrument ID: Unknown K 2
o own Hardware

Drive Image Version: Cybernat-AIM-1.0.035,
| Databesa Version: 60.41
e 3 | Analyzer SOK Versior: 8.0.4156.0

OCU Client

) 15T Controller Varsion: 1.1
Required Fiskls IP Addrass:
ST Installed Camponents
s RE Cuattro Updat= Rogistry (x86) 1.0

dm-;tMamd Heska Elemant Aim InstrumentControl SOK BG.4156

Apalyzar Mucagomént Heska Element AIM Cots SDK 8.0.0

WUserz and Loging

Update Appication Fecal: Fecal 2-10_19 )
« DICOM Com t Wi fonality o 2 o
Lagaing and DiRgrastics Setien Qo Writing Furctionality Copyright (c} 2006-2013, ClaarCanyes fnc.
FFTW is Copyright 0
Copyright © NET Foundati
MIT Copyright & 2003-2010 David Hall
Portions utilize Microsoft Windows Media Technolog
2007 James Newton-King
poration, all rights «

ge Inc,

4. If the “Check for Update on Server” is highlighted, the AIM Computer is connected

to the Internet. The update will be downloaded automatically and you will receive
a message that a new update is available after the download is finished.
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5. If the “Check for Update on Server” button is not highlighted and the status shows
“Error”, the AIM computer is not connected to the internet, please contact the
Technical Service.



